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Abstract. Coronary heart disease (CHD) is the leading cause of death in the world.
This disease can be asymptomatic for a long time and over time can progress and result
in death. Today electrocardiogram (ECG) can be done at home with the help of special
equipment from CardioQvark. In this paper, the possibility of CHD detection based on
such ECGs was explored. Different approaches to the classification of such
electrocardiograms were surveyed. New algorithms and modifications to existing
algorithms were proposed. A new method − ensemble of different algorithms – has
shown the best quality.
Keywords: ECG Signal Processing, Ensemble Learning, Automatic CAD Detection, ECG 
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1. Introduction
Coronary heart disease(CHD) [1] is a group of diseases, that is defined by lack of oxygen supply
to the heart muscle through the coronary arteries. This disease is the leading cause of death in
the world. It is very important to identify the CHD in time to slow the course of the disease
and prevent the patient’s death.
Currently, it is extremely relevant to create a device that will help determine the disease or its
probability at home. Such devices will allow the person to be sent to a doctor in case of a high
probability of having a CHD. CardioQvark [2] has created a device in a form of a smartphone
case that allows you to make ECG measurements at home. In this work, the possibility of CHD
detection based on such ECGs was explored.
There are different approaches to ECG classification problem. Some of them were surveyed
in this work. New algorithms and modifications to existing algorithms were proposed. In order
to improve the quality of the classification, an ensemble of 5 different methods was built. Each
of these methods will be briefly described below.
2. Data Description
The sample that was used for this task consists of 1798 cardiograms. It contained 1055
cardiograms of healthy patients and 743 cardiograms of patients with CHD. The sampling
frequency was 1000 Hz.
Signals were preprocessed before applying machine learning algorithms. For preprocessing, a
low-pass and high-pass Butterworth filters [3] of the second order were used. For low-pass filter
cutoff frequency was 0.3 Hz. For high-pass filter cutoff frequency was 15 Hz. The signal trend
was extracted using a median filter [3]. Then the trend was subtracted from the signal.
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3. Algorithms Description
The first algorithm uses images obtained via bispectrum decomposition of a signal as a feature
space. The bispectrum is a function of two variables f1 and f2 that specify the frequencies,
expressed by the following formula [4]:
B(f1, f2) = X(f1)X(f2)X
∗(f1 + f2), (1)
where X(f) is the Fourier transform of the signal, and X∗(f) is the complex conjugate of it.
Bispectrum of the signal can be represented as two-dimensional matrix whose elements are
complex numbers. The elements of this matrix can be signed as aij , so some image can be
assigned to each signal. This image is calculated in the following way. A new matrix B = ||bi,j ||





where Re is the real part of the complex number, and Im is the imaginary part of the complex
number. As the image, a contour plot was used.
Signal bispectrum was successfully used earlier to determine CHD, however, the classification
took place without the use of machine learning algorithms. It was proposed to classify the
obtained images with the help of neural networks, which now successfully solve many problems
associated with the image classification [5]. In this paper, a neural network with the architecture
described in Table 1 was used. Leaky ReLU [5] and sigmoid [5] functions were used as activation
functions.
Table 1. Neural Network Structure
Input Layer Shape = (3, 80, 80)
Convolutional Layer Filter Shape = (32, 5, 5)
Stride = (2, 2)
Dense Layer Units Number = 30
Activation Function = leaky ReLU
Dense Layer Units Number = 1
Activation Function = sigmoid
The basis of the second algorithm is the transformation of the signal into text, consisting
of code words. To perform this transformation, the following actions are performed. The
approximation coefficients from the signal wavelet transformation are used as a new signal
representation. In this paper, Daubechies wavelets [6] were used as wavelet functions. After
obtaining the coefficients of the wavelet transform, local segments are extracted from the signal.
To do this, it is necessary to use a “window” of some length w, with step s along the signal. All
elements that fall within the same window are recorded in a separate segment.
All local segments that enter the training sample are clustered into k clusters by the k-means
method. After that, each segment is replaced by the cluster number to which it belongs. Thus,
each signal is represented in the form of a text consisting of code words corresponding to the
selected clusters. When implementing the given approach, the following parameter values were
used: w = 100, s = 30, k = 200. In the test sample, each local segment is replaced by that
cluster, closer to which it is located. This approach was used earlier to classify patients via their
ECG [7].
In order to get the dependencies between local segments in the signal, it was proposed to
use the features based on word2vec [8] technology. The word2vec model was built on a training
Науки о данных V.N. Guryanova
IV Международная конференция и молодёжная школа «Информационные технологии и нанотехнологии» (ИТНТ-2018) 2867
sample with a vector length of 80. Average of all words vectors in the text corresponding to the
signal was used as a feature. Logistic Regression was used as the classification model for this
algorithm.
The third algorithm was proposed earlier to determine the necessity of patient’s
hospitalization based on his ECG [9]. The feature space for this approach is constructed in
the following way. First, the neighborhoods of the signal R-peaks are allocated: 200 points
before the R-peak and 500 points after. Then, the averaged neighborhood is used as a feature
space. Neural network with the architecture described in Table 2 was used as the classification
model for this algorithm.
Table 2. Neural Network Structure
Input Layer Shape = (700)
Dense Layer Units Number = 90
Activation Function = sigmoid
Dense Layer Units Number = 1
Activation Function = sigmoid
The fourth algorithm uses a set of features derived from the HRV signal. The HRV signal is
a signal that is obtained by calculating the distances (RR) between the R peaks in the original
ECG signal and then transforming these distances as 60/RR. Various groups of features are
constructed based on the HRV signal [10].
The first group of features includes various entropic features, which indicate a measure of
unpredictability in the signal. The following types of entropies are used: approximate entropy,
sample entropy, and Shannon entropy.
The next group of features is based on a recurrence plot. This plot shows the frequency and
duration of recurrences in the signal. Based on this plot, the following features are calculated:
density of points on the plot, percentage of points that form diagonal lines, the average length
of diagonals, the entropy of diagonal lines length, the entropy of vertical lines length.
Also features based on the Poincare plot, detrended fluctuation analysis, and correlation
dimension are used. Gradient boosting was used as the classification model for this algorithm.
The fifth algorithm consists of three different groups of features. Statistical features of the
signal: mean, standard deviation, signal minimum, signal maximum, selective quantiles of order:
0.1, 0.25, 0.5, 0.75, 0.9, sums and sums of signal values squares that are above / below certain
values of quantiles: 0.1, 0.25, 0.5, 0.75, 0.9, skew, kurtosis. Hjorth’s parameters: activity,
mobility, complexity [11]. Uspensky features [12] are used in this algorithm. These features are
constructed in the following way. The signal is transformed into code sequence using increments
of R-peak amplitudes, increments of distances between R-peaks, and also inverse tangents of
their ratios. After signal code representation is received, three-gram selection is performed. The
feature space is the number of occurrences of each of the possible three-gramms in a given code
sequence obtained from the signal. Gradient boosting was used as the classification model for
this algorithm.
The ensemble of algorithms was built with the help of the majority vote and EM algorithm
[13]. This EM algorithm was proposed to aggregate the data received from different people
about the same event in order to obtain the true result. Since the purpose of constructing an
ensemble of algorithms is the aggregation of the answers of various algorithms to obtain the
true result, this algorithm can be used to construct an ensemble. As a result of the work of
this algorithm, the probabilities of data belonging to each class are obtained. The answer is the
class, the probability of belonging to which is the greatest.
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4. Evaluation of Algorithms
Cross-validation was used to evaluate the quality of algorithm. To avoid overfitting the ECGs












1 if tij = pij ,
0 if tij 6= pij ,
(4)
where tij is the true value of the target variable for the cardiogram j of the patient i, pij −
the predicted value of the target variable for the cardiogram j of patient i, ni − the number of
cardiograms of the patient i, N − the number of patients. This criteria is called patient quality.
It allows us to evaluate how well the algorithm determines a person’s disease by any of his
cardiograms. In addition, this quality criterion does not depend on the number of cardiograms
for each patient. ROC-AUC score [14] and F-score [15] were used for models evaluation.
5. Results
The results of evaluations are shown in Table 3, where first column shows algorithms number or
ensemble type. The second algorithm is included in two variants, with word2vec and without.
Table 3. CHD detection results
Algorithm Patient Quality ROC-AUC F-score
1 0.7207 0.7418 0.7244
2 0.741 0.8 0.6967
2+word2vec 0.7501 0.8 0.6990
3 0.7602 0.7988 0.703
4 0.763 0.744 0.662
5 0.7632 0.8042 0.70256
majority 0.806 0.77
EM 0.8108 0.8738 0.7784
6. Conclusion
In the course of this paper, the following results were obtained. When CardioQvark equipment 
is used, it is possible to determine CHD with an accuracy of more than 0.81 for patient quality, 
with an accuracy greater than 0.77 for F-score and with an accuracy greater than 0.87 for 
ROC-AUC score. Word2vec can increase the quality of the classification method based on the 
wavelet transform. Bispectrum can be used to classify CHD. The EM algorithm is applicable for 
ensemble and in this case, shows the best quality of classification for all selected quality criteria.
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